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1. Introduction
Thi s Suppl enental Assay Method (SAM describes the test procedure
used to detect Mycoplasma contamnation in |live viral products,
mast er cell stocks, and Master Seed Viruses, as prescribed in the
Code of Federal Regulations, Title 9 (9 CFR), Part 113.28
(028-PU0). If Mycoplasma contam nation is present, colonies wll
formon the agar as seen under a stereoscope.
2. Materials

2.1 Equipnent/instrunentation

Equi val ent equi prent or instrunmentation may be substituted
for any brand name |isted bel ow

2.1.1 Biosafety cabinet
2.1.2 Dissecting stereoscope (200 magnification)
2.1.3 30-35C incubator (humdified 4-6% CO)
2.1.4 Pipet-aid or equival ent
2.1.5 Bunsen burner

2.2 Reagent s/ supplies

Equi val ent reagents or supplies may be substituted for any
brand nane |isted bel ow

2.2.1 Mcoplasma broth (Section 8.1)

2.2.2 Mcoplasma agar in petri dishes, 15 x 60 mm
(Section 8.2)

2.2.3 DPNL cysteine (Section 8.3)
2.2.4 70% et hyl al cohol

2.2.5 0.05% Germ Warfare disinfectant
2.2.6 d assware: tubes, flasks, and petri dishes

2.2.7 Sterile clothes: coveralls (or frock, or lab
coat), mask, hair bonnet, sleeves, gloves, and
protective eye wear
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2.2.8 Sterile gauze pads, 4 x 4 in
2.2.9 Cl ean- Pal w pes

2.2.10 Individually packaged sterile syringes, 1 cc,
3 cc, 5 cc, and 10 cc

2.2.11 Pipettes, 1 cc

3. Preparation for the test
3.1 Personnel qualifications/training

The personnel performng the test must have experience or
training in this protocol. This includes know edge of
aseptic biological |aboratory techni ques and preparation,
proper handling, and disposal of biological agents,

reagents, tissue culture sanples, and chemcals. The
personnel nust al so have know edge of safe operating
procedures and policies and Quality Assurance (QA)

gui delines of the Center for Veterinary Biol ogi cs-Laboratory
(CvB-L) or equivalent, as well as training in the operation
of the necessary | aboratory equipnent listed in Section 2.1

3.2 Preparation of equi pnent/instrunentation

3.2.1 Turn the biosafety cabinets on 1 hr prior to the
test session.

3.2.2 Monitor the incubators daily for tenperature
according to the current version of NVSLSOP0002.

3.2.3 Monitor freezers and cool ers used for the
storage of biologicals for tenperature daily, according
to the current version of GDOCSCOP0002.

3.3 Preparation of reagents/control procedures

3.3.1 Determne the grow h-pronoting qualities of the
Mycopl asma broth and agar as required in 9 CFR
113.28(d)(4). Use Mycopl asma hyorhinis and
Achol epl asma | aidlawii as the positive controls for
this test procedure. Conduct these positive control
tests on each I ot of nedia according to the current
versi on of STPRO0010.
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3.4

3.3.2 Prepare the M hyorhinis and A laidlaw i
reagents by the current version of the STRPP0O005
pr ot ocol .

3.3.3 Positive Controls: Inoculate 10 vessels
containing 9 mM Mcoplasma broth with 1 nl each of an
end point dilution of A laidlawi and 10 nore test
vessels with the next |lowest tenfold dilution of

A laidlawii, as described in the current version of
STPRO010. Read the test vessels as positive for
growh if a dark precipitate is seen on the bottom of
the vessel. Record this growh (# positive/ 10 at each
dilution) on day 14 of the test. Dilute a vial of

M hyorhinis culture to its end point. Inoculate 1
flask of 100 mM of Mycoplasma broth (to which 2 m of
DPN L cysteine has been added) with 1 m of the end
point dilution as determ ned by using the current
version of STPRO0010. Inoculate 2 agar plates with
0.1 m of the end point dilution and 2 plates with
0.1 mM of the next |lowest dilution. Tilt the plates to
allow the inoculumto flow over the surface. Read
these plates after 10 days of incubation. Subculture
the positive control flask in the sanme way as each
subcul ture is done froma product’s flask

(Section 4.11).

3.3.4 Negative or Media Controls: Incubate 1
representati ve vessel of uninoculated broth to confirm
the sterility of the nedia (9 CFR 113.28(c)(4)).

| nocul ate 1 plate per subculture (Section 4.11) from

t hi s uni nocul ated vessel to confirmthe broth and agar
purity from Mycopl asma contam nati on

Preparation of the sanples

3.4.1 Receive the biological sanples to be tested from
the Biological Materials Processing Section (BMS)
according to the current version of STSOP0O0OL.

3.4.2 Log in the biological sanples by assigning a
test nunber and conpleting the testing | og book as
stated in the current version of STSOP0011

3.4.3 Oder sufficient Mycoplasma broth fromthe nedia
preparation departnent as is needed for the test and
the rehydration of the product according to the
outline. This broth should arrive each Tuesday as a
standi ng order of flasks and tubes. The standing order
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provi des sufficient nedia for 12 serials, as well as
positive and negative controls. Order the Mycopl asna
agar each week in sufficient quantities for new serials
and consequent subcultures to be inocul ated the next
week.

4. Perf ormance of the test

4.1 On the day of the test, disinfect the vials of
bi ol ogics with 0.05% Germ Warfare, using a Cean-Pal. Cean
the tops of the vials and rubber stoppers especially well.

4.2 Place these disinfected vials on a tray and pl ace the
tray under the biosafety hood in the Mycopl asma testing
room

4.3 Gown up for doing the Mycoplasma test by wearing
sterile coveralls or frock, sleeves, nask, bonnet, gl oves,
and protective eye wear.

4.4 Wpe down the interior surfaces of the biosafety
cabi net used for testing with 70% al cohol .

4.5 Nunber the nedia test vessels and agar plates to
coincide with the serials to be tested.

4.6 Pl ace the testing materials (syringes, pipettes,
4 X 4-in gauze squares) in the biosafety cabinet or on a
cart next to the cabinet.

4.7 Add 2 mMl of DPNL cysteine to each flask of broth to
be used for testing.

4.8 Pl ace the test nedia for the serials to be tested in
t he bi osafety cabi net.

4.9 Disinfect the tops of the sanples with a 4 x 4-in
gauze pad soaked in 70% al cohol. Flane the tops of the
sanpl es using a Bunsen burner.

4.10 One by one, rehydrate each serial, if desiccated,
using a syringe and needle. Rehydrate all products with
Mycopl asma broth as the diluent. Rehydrate products used
for mass inoculation by water or spray with 30 m of
Mycopl asma broth per 1000 doses.
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4.11 Inoculation of plate. Place 0.1 ml of product on an
agar plate and nmake a short continuous “Z" streak across the
plate wwth a pipette. Tilt the plate in several directions
to allow the inoculumto flow over the surface. Leave the
plate in the closed, upright position under the hood for
approximately 30 mnutes until the inoculumis dry. Invert,
cover, and place the plates in a humdified, 4-6% CO

i ncubat or at 33°% 37°C for 10-14 days.

4.12 Inoculate a flask containing 100 mM of Mcopl asma
broth, to which 2 mMl DPN L cysteine has been added, with

1 m of product and m x thoroughly. Incubate the flask at
330-37°C for 14 days. During this tine, streak 4 agar

plates with 0.1 ml each of broth fromthe incubated flask of
i nocul ated nmediumon the follow ng days: 1 on the 3rd day,
1 on the 7th day, 1 on the 10th day, and 1 on the 14th day
posti nocul ati on.

4.13 Repeat the procedures in Sections 4.7-4.12 with the
other serials of biologic to be tested this day. Initial
and date the testing | og book after conpleting the testing.

4.14 Incubate the agar plates for 10-14 days and then
exam ne themw th a stereoscopi c m croscope at 25X

4.15 Wth Master Seed, cell, or service sanples, inoculate
addi tional agar plates according to the current version of
STPRO0022 and conduct the VERO cell procedure according to
the current version of STPRO005 on these sanples as well.

4.16 Cean up the Mycoplasma room by w pi ng down the
interior of the biosafety cabinet and counter tops with
70% al cohol. Discard the biol ogical sanples and any extra
medi a by aut ocl avi ng.

5. Interpretation of the test results

5.1 At 10 days postinoculation (13 days after the 4th
subcul ture), exam ne the plates for Mycopl asma col oni es

using a stereoscope. |If Mcoplasma colony growth appears on
the positive control plates and does not appear on the
negative control plates, the test is valid. If any

Mycopl asma col onies are found on the initial day agar plate
or any of the subculture agar plates, the serial is positive
for Mycoplasma contam nation and is unsatisfactory (UNS).
Positive contam nants may be further tested for tentative
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identification according to the current versions of
STPRO0006, STPROO007, and STPRC0O015.

5.2 If, upon examnation of all the plates, no Mycopl asna
colonies are found, the serial is determned to be negative
for Mycoplasma contam nation and is satisfactory (SAT).

5.3 If, at any time during the test, nold or bacteria
overgrows any plate, the Mycoplasnma test for that serial
must be considered a no-test (NT), since Mycopl asna
contam nation could not be determ ned.
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6. Report of test results

6.1 Record the test conclusions of SAT, UNS, or NT (based
on the corresponding test results of positive, negative, or
i nconcl usi ve Mycopl asma contam nation) in the testing | og
book and on the conputer test sheet for each serial tested.
Initial and date the | og book and conmputer test sheet after
entering the test results on the 28th day.

6.2 Enter the results and conclusions in the conputer,
according to the current version of STSOP0021. A conputer
printout of the result and conclusion for each serial tested
will be generated. Conpare these printouts against the test
sheet and | og book for accuracy.

6.3 Forward the test report printouts, |og book, and
conputer test sheet to the CY/ ST supervisor or
m crobi ol ogi st to check, sign, and date.

6.4 Validate each test report in the conputer according to
the current version of STSOP0021.

6.5 File the signed and validated test report printouts in
the sterility file cabinet under the first 2 nunbers of each
serial’s product code. File the BWPS test sheet by test
code in the sane file drawer.

7. References

7.1 Code of Federal Regulations, Title 9, Part 113.28, U S
Government Printing Ofice, Washington, DC, 1998.
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8. Appendi ces
8.1 Media Fornulation NVSL # 10162

MYCOPLASMA (MG BROTH

Heart I nfusion Broth 25 g (DI FCO)

Pr ot eose Peptone #3 10 ¢ (DI FCO)

Yeast Extract 5 m (A BCO SOLUTI ON)
1% Thal | i um Acet at e 25 m (FlI SHER)

1% Tetrazol i um Chl ori de 5.5 mM (FlI SHER)
Penicillin (100,000 u/cc) 5 m  (USB)

Horse Serum (Heat I|nactivate.) 100 M (SI GWA)

Q0 970 m

Adjust pHto 7.9 with 10% NaOH

Filter through O 2-pm sterilized mni capsule filter (Gel man
Sci ences) .

Medi a nust be prepared in a sterile room

8.2 WMedia Formulation NVSL # 10167

MYCOPLASMA (MG) AGAR

Heart | nfusion Agar 25 g (Difco)
Heart | nfusion Broth 10 g (D fco)
Pr ot eose Peptone #3 10 g (D fco)
1% Thal | i um Acet at e 25 m (Fisher)
Q.0 995 m

Heat to boiling.

Cool and adjust pHto 7.9 with 10% NaCOH.

Aut ocl ave 20 m n.

Cool to 56°C and add:

Horse Serum (HI) 126 M (Si gma)
Yeast Extract (Sterile) 5 m (G bco sol ution)
0.5% Penicillin 5.2 m (USB)

1% DPN- Cyst ei ne 21 m
TOTAL (1152 m)

Medi a nust be prepared in a sterile room

8.3 WMedia Formul ati on NVSL # 30039

DPN L- CYSTEI NE
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Ni coti nam de- adeni ne-di nucl eoti de

(DPN, NAD) 5 g(ICN

QS HOto 500 m

L- Cystei ne 5 g( Cal bi ochem
QS HOto 500 m

M x each chem cal separately until dissol ved.
Pour solutions together and |let m x.
Filter and di spense.



